Monitoring neuromuscular block: an update.
The first part of this article presents an update of the basic considerations of neuromuscular monitoring. It emphasises the need to assure supramaximal stimulation, to place the stimulating electrodes correctly and to use appropriate sites for nerve stimulation as well as appropriate stimulation patterns. The second part focuses on current developments and ongoing discussion. The authors describe the performance of acceleromyography and the need for initial calibration when using these quantitative devices.